Analysis of xenon CT data with a personal computer.
We transferred stable xenon cerebral blood flow (CBF) data to a personal computer by a software of the digital imaging and communications in medicine (DICOM) output, and handled raw data with the NIH image software. CBF values were able to calculate with the NIH image accurately. This system made a precise color image and correct grey scale image submit to a magazine. DICOM output liberates us from a limit of time and place to analyze xenon CT data.